A patient dose survey for three common diagnostic radiographic examinations using a dose-area product meter.
A patient dose survey was carried out for three common diagnostic radiographic examinations: lumbar spine, abdomen and pelvis. A dose-area product meter was used to determine the dose-area product delivered to the patient. The patient dose results reported in this study are lower than the results of the dose survey for United Kingdom hospitals which was recently published by the National Radiological Protection Board. Our data were also used to calculate the mean energy imparted and the mean effective dose from the examinations.